Colonoscopy is associated with a small but definite risk of complications, and the complication rate ranges from 0.4 % to 10 % for therapeutic procedures [1, 2] . The most common complications are bleeding and perforation. We report here an unusual complication of colonoscopy with polypectomy.
A 66−year−old man was admitted to our endoscopy unit as a result of a snare−loop rupture that had occurred during an en− doscopic polypectomy performed in an− other hospital. At colonoscopy we found a broken snare entrapped in a residual polyp stalk in the sigmoid colon ( Fig−  ure 1) . We tried to take hold of and re− trieve the snare using a biopsy forceps but this was not possible. The two pieces of the fractured snare were far apart and it was not possible to pass another snare to the base of the stalk in order to remove it and the entrapped snare. We then decided to remove small pieces of stalk tissue using a hot biopsy forceps until the snare was movable and could be retrieved without complications ( Figure 2 ). Finally, we completed the procedure by removing the residual polyp stalk. The patient made an uneventful postoperative recovery.
Snare rupture is a very rare complication. We found only two cases described in the literature and these occurred when the snare passed through the duodensocope elevator channel [3, 4] . We are not aware of any such cases occurring during a rou− tine colonoscopy and polypectomy. Be− cause of its rarity, snare fracture could pose a challenge for the endoscopist as there is no standard procedure to follow. 
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